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SUMMARY 

As a further demonstration of the capabilities of laser velocimetry in compressible aerodynamics, mea- 
surements obtained in a Mach 2.9 separated turbulent boundary layer ana in the t'"ansonic flow past a two- 
dimensional airfoil section are presented and compared to data realized by conventional techniques. In the 
separated-flow study, the compatisons were made against pitot-static pressure data. Agreement in mean 
velocities were realized where the pressure measurements could be considered reliable; however, in regions 
of instantaneous reverse velocities, the laser results were found to be consistent with the physics of the 
floi; whereas the pressure data were not. The 1 >er data obtained in regions of extremely high turbulence 
suggest that "velocity biasing" does not occur if the particle occurrence rate is low relative to the tur- 
bulent fluctuation rate. Streamwise turbulence intensities are also presented, although, no such similar 
data are available for comparison. In the transonic airfoil study, velocity measurements obtained immedi- 
ately outside the upper surface boundary layer of a 6-inch chord NACA 64A010 airfoil are compared to edge 
velocities inferred from surface pressure measurements. For free-stream Mach numbers of 0.6 and 0.8, the 
agreement in results was very good. "Dual scatter" optical arrangements in conjunction with a single par- 
ticle, counte'"-type signal processor were employed in these investigations. Half-micron-diameter poly- 


styrene spheres and naturally occurring condensed oil 
flows. Bragg-cell frequency shifting was utilized in 
NOMENCLATURE 

c chord length of airfoil 

dp particle diameter 

e(t) photodetector voltage 

fg Bragg-cell frequency shift 

fsdB frequency response (half-power point) 

g(ro,?) envelope function for single particle burst 

Iq local li ht intensity 

m particle dex of refraction 

H Mach number 

N total number of realizations 

Pjca total scattered light 

Qsca efficiency factor for scattering 

ro particle position at t - 0 

Rg Reynolds number 

t time 

T time long (relative to turbulent 

fluctuations) 

u streamwise velocity component 

U| velocity component perpendicular to fringes 

V velocity vector 

Vf fringe velocity 

X streamwise coordinate 

Xj. particle response distance (1/e point) 

x^ fringe spacing 

y coordinate normal to surface 


vapor acted as light scatterers in the two respective 
the separated flow study. 

a angle of attack 

!idp 

ng optical size parameter, 

a boundary-layer thickness 

0 angle between incident beams 

\ wave length of light 

u viscosity 

Op particle density 

s nondimensional optical parameter, - 1) 

0 standard deviation 

T(- particle relaxation time (1/e point) 

tq time between zero crossings 

♦ phase angle 

a Bragg angle 

<> rms of quantity 

Subscripts 

9 gas 

h high pass filtered 

1 individual realization 

p particle 

t stagnation conditions 

» freestream conditions 

Superscripts 

( )' fluctuation quantity 

(~) time-averaged quantity 


INTRODUCTION 

Laser velocimetry has the potential of making a tremendous impact in the area of compressible aerody- 
namics. In principle, this technique can be used in compressible flows to obtain very localized velocity 
(speed and flow direction) and turbulence Information, which would be impossible to obtain with any other 
measurement technique. Obviously important is its nonintrusive property, but also important is the 
straightforward signal interpretation it affords in variable property flows. For example, in the study of 
compressible turbulent flows, the Reynolds normal and shear stresses can be measured without the '’onal 
interpretation difficulties involved with hot-wire anemometry. In regions of turbulent separatic ‘'orward 

and reverse instantaneous velocities can easily be distinguished through freque' cy shifting tech 'S. 

Such directinnal information is not achievable with other existing techniques. Also, since it h truly 
linear response, no inaccuracies need result when the fluctuations are large compared to the meai. jlue. 

The measurement of local flow directions has always presented a problem, but, with the laser veloci- 
meter, this measurement is straightforward, especially for two-dimensional flows. In regions of inviscid 
‘Research Scientist. 
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flow where the total pressure is constant, such as the flow about airfoil sections, t-ur't tube meas'i-enients 
provide no information. Information can b“ obtained from static pressure probe measurti ' tits, but these are 
suspect, especially in regions of flow angularity. The laser velocimeter can provide a cu.'uiete definition 
of the inviscid flow, including the surface pressure distributions in the absence of boundary- layer separa- 
tion. Even if shock waves are present, the inviscid flow can still be completely specified, since changes 
in total pressure can be determined from the measured velocity vectors. 

As with any measurement technique, the laser velocimeter, however, is not without its shortcomings. 

The requirement of minute particles for light scattering, which are sufficiently small to track the fluid 
motion, and the requirement that the scati red light levels from these particles be sufficient to achieve 
processable signals make the application of laser velocimetry in high-speed wind tunnels especially 
difficult. 

In most compressible flows of practical importance, there occur extremely large velocity gradients 
that impose severe particle trackability requirements. Thus, in general, the particles to be used for light 
scattering must be much smaller than those permissable for use in low-speed applications. These smaller 
particles scatter less light, thereby making their detection more difficult. Light detection is further 
complicated at high velocities, since the total light scattered by a given size of particle varies inversely 
with residence time in the sensing volume. 

Despite these difficulties, several investigators have demonstrated (through comparisons with results 
obtained from conventional instrumentation) the technique's ability to provide accurate localized velocity 
information in high-speed wind tunnels. Favorable mean velocity comparisons with pitot-tube measurements 
have been obtained (Refs. 1-4) for turbulent supersonic boundary layers (zero pressure gradient). Good 
agreement has also been obtained with hot-wire anemometer measurements of the Reynolds normal and shear 
stresses for an undisturbed tu !ulent supersonic boundary layer (Ref. 5) and for a shock wave/ turbulent 
boundary- layer interaction (Ref. 6). The Reynolds normal and shear stress results of Ref. 3 were found to 
agree well with those of Ref. 5, lending even more credibility to both sets of data. Interestingly, in 
Ref. 3, relatively large (5-um diam) particles were shown to give reliable results; an indication that the 
particle trackability requirements are not severe for equilibrium supersonic boundary layers. 

Laser velocimeter results have also been reported (Ref. 7) for the supersonic flow past a 10 one, and 
shown to be in good agreement with theory. A very limited number of laser velocimeter measurements have 
been presented for a transonic separated boundary layer on a two-dimensional bump (Ref. 8). Howe', r, par- 
ticle lag was so dominant in that study that the mode value, rather than the first moment, of the nistograms 
had CO be used to approximate the fluid mean velocity. 

The present paper describes the further applicati'"n of laser velocimetry to two flows which are of 
extreme interest in compressible aerodynamics and which impose severe requirements on the light-scattering 
particles' ability to track the fluid motion. They are (i) the shock-induced separation of a supersonic 
turbulent boundary layer and (ii) the transonic flow past an airfoil section. The particle response 
requirements of these flows are representative of those to be expected in practical internal and external 
aerodynamic flow problems. In the former flow, to demonstrate the accuracies of the laser technique, 
boundary- layer profile data obtained by laser velocimetry are compared to pitot-static pressure probe 
results obtained for the same flow conditions. Along with these data, the strean»»ise turbulence intensities 
are also presented. Surface pressure data were used in the transonic airfoil study to verify the veloci- 
meter's measurement capabilities. The investigations were conducted in the Ames 8- by 8-Inch Supersonic 
Wind Tunnel and the Ames 2- by 2-Foot Transonic Wind Tunnel, respectively. 

LASER VELOCIMETRY 
Velocity Dete c tion 

As in Refs. 2, 5. "nd 6, the "fringe" or "dual scatter" optical arrangemet,,. was employed in the current 
investigations, tne several conceived optical arrangements foe laser velocimetry. this configuration has 
become the -..oi popular for air flow applications where particle concentrations tend to be low, and it is 
treatcu quite thoroughly in the literature (e.g.. Refs. S-11). Unlike other arrangements, it affords large, 
solid-angle light collection without any associated signal broadening or coherence problems. This property 
is extremely important when velocity measurements are to be made from small individual light scatterers 
that t.-ay be submicron in size. 

The principle of operation can be visualized as follows: Two coherent, parallel laser beams with 

Gaussian intensity distributions are brought to focus at a roniTxjn point with a positive lens, thus forming 
a set of intensity fringes, as depicted in Fig. 1. These p'anar fringes are equa'iv spaced at a distance 
x^ = \/[2 sin 6/2). They are parallel to the bisector of the two incident beams ai. * perpendicular to the 
plane formed by the two incident beams. As a particle that is small with respect to the frinf-e spacing 
passes through this field of spatially varying light intensity, the amount of light scattered by the parti- 
cle changes in proportion to the light intensity incident upon it. Some of this scattered light is col- 
lected and transmitted to a photodetector, which produces an electrical signal that represents the intensify 
of the fringe pattern, but in time rather than in space. The signal burst produced at the photodetector by 
an individual particle crossing the sensing volume has the form (Ref. 11) 



where the envelope function g depends on the trajectory of the particle passing through the sensing 
volume. Passing this signal through a high-pass filter produces a signal given by 


(t) = cos 


2j^j. 

>'f 


t 


that is symmetric with respect to zero and which crosses zero at fixed time intervals of 

. 1 ’'f 

■'o ■ 2 iTj^ 

Notice that this time depends only on (i) the velocity component that is perpendicular to the interference 
fringes Uj^, and (ii) the known fringe spacing. By orienting the fringes appropriately, any desired 
velocity component ran be sersed. 
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To accomplish the measc'-iment of Tq, a signal processor similar to that described in Ref. 12 was 
jmployed. This zero-crossing counter measures the time for 16 zero crossings (B fringe crossings) to 
improve the time resolution. A check on whether the signals have the necessary periodicity is also per- 
formed by comparing the time for five fringe crossings to that for eight. 


From the individual signal bursts, nearly instantaneous samples or t*’e local velocity component peroen- 
dicular to the minges are realized. By acquiring a large number of these velocity samples, the prooability 
density function (pdf) of the velocity component under observation is obtained, provioed the sampling is 
random. Estimates of the first and second moments of the velocity component can be obtained from a fewer 
number of samples by using the statistical estimators 


u 



ui 


and 


w, , N 

<u’> = (u'^) = 2 i“i - 

i = i 

In the present studies, histograms were developed by transferring the couiiter output to a pulse heigtit 
analyzer from which using the above equations, u and <u'> were calculated. The number of realizations 
needed to obtain accurate estimates varied considerably between tne two studies. In the airfoil study, 
wherein the turbulence levels were very low, only a few hundred samples were necessary. Typically, two 
thousand were used, many more than required. In the separated flow study, due to the high turbulence levels 
much larger samples were needed. In the regions of high turbulence, 10 to 20 thousand realizations were 
obtained for each calculation. The effects of "spurious readings were reduced by ignoring velocity readings 
whose relative occurrences were a factor of 50 less than the most likely reading. For a Gaussian distribu- 
tion, this is equivalent to ignoring points beyond ±2.83 of the mean. 


When tne two incident beams in Fig. 1 are of the same frequency, the intensity fringes are stationary 
in space. Thus, identical signals are produced by either forward or backward traveling particles. This 
ambiguity can be alleviated by producing a slight frequency shift in one of the beams (Refs. 13, 14). In so 
doing, the phase difference between the two beams changes at a constant rate given by 


3t ■ 


where fg is the frequency shift. In the time given by I/Fb, the phase undergoes a change of 2r radians, 
which causes a displacement in the intensity fringes equal to the fringe spacing Xf. Since the time rate 
of change in phase is constant, the fringes travel at a constant velocity, given by Vf = xffg. With the 
fringe intensity pattern traveling at a velocity Vf, a stationary particle in thi. probe volume produces a 
signal with period l/ffl. A particle traveling in the direction of the fringes produces a signal with a 
longer period and, conversely, a particle traveling in the opposite direction prcduces a signal with a 
shorter period. Thus, forward and reverse velocities can be distinguished. 

While this capability is obviously important in the detection of revnrsing flows, it should also be 
used with zero-crossing counter techniques in highly turbulent flows, becaise of the requirement for a min- 
imum of 8 fringe crossings. Otherwise, in regions of high turbulence, regardless of the orientation of the 
fringes, some particles will pass through the sensing volume, which, because of practical limitations, con- 
tains a finite number of fringes, such that less than eight fringes are crossed. The measurement system in 
this case accumulates a biased sample. For this reason and for resolution of reversing velocities, a fre- 
quency offset produced by a solid crystal Bragg cell was used in the investigation of the shock-induced 
separated turbulent boundary-layer flow. 

Particle Response and Light Scattering 

For the realization of accurate laser velocimeter measurements, particle lag effects due to the parti- 
cles' inertia must be negligible. To Insure this, the particles must be sufficiently small. This can be 
seen from the equation given below which describes the particle response to a discontinuous change in gas 



In the above equation, the drag coefficient for the spherical particle has been approximated oy Stokes' 
value of 24/Re. The solution of this equation has the exponential decay form in which the time con- 
stant Tc (i.e., the 1/e point) is given by 

^c = 

Thus, subject to the accuracy of the Stokes' drag law (Ref. 15), the time constant is proportional to the 
square of the particle diameter for fixed fluid properties and particle density. Analagous to the 3-dB 
frequency response quoted for hot-wire anemometry, but in the moving reference ftame of the particle, the 
particle response is given by 

1 

•3dB = 

If we assume the step change in velocity to be small, the response distance can be expressed as 



xc = ug^c 

Values for t^, f 3 dB* s^d Xq an u’-.en in Table 1 for different sizes of particles with a specific gravity 
of unity in a Mach 3 flow with a 293°K stagnation temperature. For lower Mach numbers, these values improve 
because of the decrease in Ug and the increase in ug (e.g., ug is two and half times larger at ambient 
temperature conditions). 

From a particle dynamics standpoint, the smaller the particle, the better; but for a given laser veloci 
meter system, there will be a minimum particle size for which accurate measurements can be obtained. This 
sensitivity is determined by how much scattered light can be collected from a giver size of particle, by the 
amount of background laser radiation, and by the performance of the signal processing electronics. From Mie 
scattering theory, the amount of scattered light that can be collected depends on (i) the light intensity 
achieved at the sensing volume, which is governed by the total laser power and degree of focusing, (ii) the 


3-4 


solid angle over which the light is collected, (iii) the direction from which the light is collected, (iv) 
the index of refraction of the particle, and (v) the optical size parameter uq = ndp/X. The amount of 
background laser light plays a significant role, since it contributes to photodetcctor shot-noise. 

ExperietiLe has shown that measurements can be quite easily obtained, at least for low speeds, from 
micron sized particles with relatively low-power lasers. However, when the particle size gets substantially 
less than 1 urn, detection becomes exceedingly difficult. The reason for this can be seen by observing how 
the efficiency factor for scattering Qjca. which is related to the total scattered light by 

Psca ' Qsca ‘ J *^p^ ' ^o 

depends on the nondimensional parameter p = 2ao(m - 1) given in Ref. 16. As seen in Fig. 2, the efficiency 
facto." has a peak value at p = 4 and then falls off rapidly for smaller values. This value of p 
corresponds to a particle diameter of 0.55 pm for x = 514.5 nm. 

Interestingly, due to this rapid decrease in Qsca the trend for more symmetric scattering as p 
decreases, the difference in minimum detectable particle size for forward- and back-scatter is small if 
sufficient laser power and solid-angle light collection are used. For example, at an index of refraction 
of 1.55 the intensity of light scattered in the backward direction for a 0.5-um particle is the same as in 
the forward directioi for a 0.25-um-diam particle. A l-pm-diam particle in back-scatter gives signals equiv- 
alent to a 0.4-um pa -tide in forward-scatter. 

In the previour investigations in the B-inch supersonic facility (Refs. 2, 5, and 6) only the naturally 
occurring particles were used for light scattering. This was because conventional aerosol generators at 
that time produced particles larger than existed naturally in the flow. Recently, aerosol research, in 
support of laser velocimetry, has progressed to the point where submicron particles can be reliably gener- 
ated (Ref. 17). The aerosol used in the shock-induced separation study was produced by atomizing an aqueous 
solution containing uniformly sized polystyrene spheres. A particle diameter of 0.5 urn was selected as a 
compromise between particle response and light-scattering ability. 

In the study performed in the transonic facility, the sparsity of particles observed in the supersonic 
tunnel did not exist. In this dosed return tunnel, lubricant oil from the drive system vaporizes and then 
recondenses in the tunnel nozzl? to produce particles of sufficient numbers for the laser velocimeter. 

Based on shock response measurements, these oil droplets are estimated to have a 1-um-diam, which, at tran- 
sonic conditions, give a response nearly equivalent to a 0.5-um particle at Mach 3 conditions. 

Ve locity Biasinq 

As with any attempted localized measurement, the sensing volume must be small compa.eu lu the scale of 
the flow field. If not, spatial and time averaging can occur. Not only can this condition limit the reso- 
lution of the flow, but it can also cause measurement errors. The laser velocimeter is especially sensitive 
to spatial velocity variations, since the particle crossing rate is a function of the mean velocity. To 
avoid these problems, the protr volume must be sufficiently small such that the changes in a particle's 
velocity as it passes through the probe volume are negligible. Also, the variation in mean velocity across 
the probe volume must be small compared to the mean velocity being measured. In the measurements reported 
herein, these requirements were believed to have been met. Off-axis light collection was used to improve 
resolution in the cross-stream direction. 

An insufficient number of fringe crossings in highly turbulent flows was discussed previously as a 
source of measurement errors when applying zero-crossing counter technique.,. It h.-s' also been proposed 
(Ref. 18) that the occurrences of particle crossings are not random in a turbulent tlow in that higher 
velocity particles have a higher probability o' being sensed, hence a ' ia;ed ;adsurenent is obtained. In 
Ref. 18, this biasinq was concluded to be independent of the sampling r'ate. In another study of this sub- 
ject (Ref. 19), it was argued that the velocity bias must depend on the rate at whiuh the particle crossings 
occur relative to the turbulent frequencies; that is, if the particle occurrence rate is greater than the 
turbulence frequencies, the conclusions of Ref. 13 are valid, but, if "he particle occurrence rate is much 
less than the turbulence frequencies, no biasing occurs. An argument r"ich supports the conclusions of 
Kef. 19 is presented herein. 

Consider a flow facility (see Fig. 3) where particles are released from the nonturbulent settling 
chamber into a turbulent flow in the test sec'.ion, and then discharged ^rom the flow facility. Due to the 
turbulence, each particle will follow some raniom path as do the fluid elements (here we are assuming negli- 
gible particle lag effects). Since a particle .sust travel from the settling chamber to the exit of the flow 
facility, its chances of intercepting 'nc probe volume, sV, is dependent only on Its initial onsition in 
the settling chamber. If a particle does intercept the probe volume, its velocity should onl, depend on 
the probability density function of the velocity vector at 'V The o"coLion arises, however, whether the 
rate of occurrence of these particle crossings is independent of the local instantaneous velocity. If it 
is not, then biasing can occur. To simplify the analysis of this aspect of the problem, consider a one- 
dimensional time-dependent problem; an infinite transparent rod whicn contains particles equally spaced 
along its length jnd which is given a random motion, ii(t) (Fig. 4a). At a fixed station, A-A, the time 
between particle crossings At, is given implicitly by the intergral relationship 

J*''*' uft)dt = .'.X 

wnere .'.x, the distance between particles, is fixed by the definition of the problem. Now for very short 
'.t's, u(*’) can be considered constant during ,'.tj, and the time between particle arrivals is given by 

•t. - 

'■^1 ■ uTtT 

in this case, the rate of particle arrivals is seen to depend on the instantaneous velocity (Fig. 4b). Now 
consider the case where the particles arc sparse. Then .'.t is long compared t'’ the rate of change in 
velocity and the following becomes true: 

J" * u(t)dt ^ ^ u(t)dtj = At[^| J*^ u(t)dtj 


lence. 



since u is a constant (i.e., the flow is stationary), At depends only on Ax, which, for this 'oblem, 
is a constant (Fig. 4c). In the more general case, where the Ax's are randomly distributed, so iso will 
At be random and independent of the instantaneous velocity; the conditions necessary for unbiased sampling. 

In the present investigation, the calculations of mean and rms velocities were made assuming that the 
sampling w.’s random and independent of the instantaneous velocity (i.e., no velocity bias corrections were 
applied). Ihis assumption was believed justified, since the data acquisition rate never exceeded 
500 samples/sec. In the results section, the validity of this assumption is further discussed. 

EXPERIMFNTAL APPARATUS 
Shock - Induced Separation 

A full-span wedge set at an angle of 13° with respect to the oncoming flow (see Fig. 5) wa . used to 
generate the shock-induced separated flow. The shock wave produced by this turn in the flow imiiinges on 
the upper nozzle wal boundary layer of the trnnel , prooucing separation. Free-stream condi tiorr, were 
= 2.9 and a unit Reynolds number of 5.7><10 m‘*. The initial boundaiy-layer thickness 4 was approxi- 
mately 2 cm and the pressure rise produced by the interaction was sufficiently strong to cause a seoaration 
bubble nearly 6-cm long. This flow had been p*eviously investigated, wherein pitot and static pressure 
data were obtained (Ref. 20). 

The laser velocimeter system and its orientation to the supersonic tunnel is shown in a plan view in 
Fig. 6. It is a single-velocity component system with off-axis, forward-scatter light collection. The 
incoming beams were aligned perpendicular to the tunnel centerline and parallel to the surface of the upper 
tunnel wall. To achieve a frequency shift, a solid crystal Bragg cell was useo; this also accomplished the 
splitting of the original laser beam into two equal intensity beams. The frequency shifted and unshifted 
beams were brought parallel to each other by an optical cube that had been designed to compensate for the 
Bragg angle n. The frequency offset of this cell was 40 MHz. Tne angle “ between the two incident beams, 
ranged between about 1.5° and 0.5°. The smaller values of 6 were required in regions of very high turbu- 
lence to keep the excursions in frequency within the usable bandwidtn of th" zero-crossing counter. Before 
the signal was processed, electronic mixing of the photodetector output with a double balanced diode mixer 
was employed, either to a'^hieve the desired number of fringe crossings or to reduce the signal frequencies 
to values below the upper frequency limit of the counter (50 MHz). 

The effective sensing volume of the velocimeter was approximately a cylinder with a 0.3-mrr (0.015£) 
diam and a 1.5-mm length whose axis was in the cross-stream direction. Precise translation in the direc- 
tion normal to the tunnel wall surface was accomplished with siepping-motor-flriven lead screws. A laser 
output level of 1 watt at the 514.5-nm wavelength was typical, and the F number for light collection was 
about 4. 

The light scattering particles were produced from a liquid suspension containing polystyrene spheres. 

A Laskin-type nozzle arrangement was used to atomize this suspension, then drying was accomplished by mixing 
the aerosol with dry air. The aqueous solution of these monodisperse polystyrene spheres, as “eceiveo from 
the manufacturer, was diluted heavily with water so that there was a low probability that the liquid drop- 
lets produced by the Laskin nozzle would contain more than one of these solid spheres and hence a low proba- 
bility that doublets or higher multiples would form (Ref. 17). The aerosol of polystyrene spheres produced 
in this manner were injected into the top of the plenum chamber of the tunnel through a stainless steel 
tube. The depth of penetration of this vertical tube into the plenum chamber was variable. Complete drying 
of the aerosol was confirmed by first operating the particle generator with pure water and observing that 
no single particle signals were detected with the laser velocimeter. 

T ransonic Airfoil Study 

In the study of the flow over a two-dimensional airfoil section, a 6-inch chord NACA 64A010 airfoil 
was selected for which conventionally obtained surface pressure distribut on data from the same facility 
were available. The laser velocimeter system used in the investigation hai been designed specifically for 
application in the Ames 2- by 2-Foot Transonic Wind Tunnel. A schematic of ..he laser installation is 
shown in Fig. 7. The test section of the tunnel, as with most transonic faciiiiizs, is enclosed by a 
large plenum chamber as shown in the schematic. To facilitate probing as much of the test section as pos- 
sible and to reduce the range requirements of the velocimeter, part of the transmitting optics and all of 
the collecting optics were installed within the tunnel plenum area. A photograph of this portion of the 
system is shown in Fig. 8 (the mirrors allow the laser beams to be positioned wherever desired without 
displacing the laser). Three-dimensional translation is accomplished by stepping motors controlled out- 
side the plenum area. The system is based on off-axis, back-scatter light collection. Although only a 
single component sensitivity was used in the present study, the collecting optics are designed for a two- 
component (dual color) capability. 

The sensing volume for this system was approximately a cylinder, 0.4-nn diam and 2-m long. The angle 
e, between the two incident beams, was about 1.5°, and the light collection F number was 6. For this sys- 
tem, an Argon-ion laser capable of delivering over 6 watts in the 514.5 nm wavelength was used. 

RESULTS 

Shock- Induced Separation 

To verify that the particles used for light scattering were in fact O.S-^m diam, m.easurements were 
first taken across the Incident oblique shock wave to evaluate particle response. The results of tht'c 
measurements, with and without artificial seeding, are shown in Fig. 9. The rate at which particles crossed 
the sensing volume with artificial seeding was nominally 50 times greater than without, so the presence of 
the naturally occurring particles had a negligible effect on the results obtained during seeding. As evi- 
dent from Fig. 9, the polystyrene spheres were able to respond nearly four times faster than the naturally 
occurring particles. Slight Fluctuations in the shock wave's location complicated the determination of the 
response curves. However, since the shock wave spent more time at the two extrena, double peaked histo- 
grams resulted from which a relaxation curve could be inferred. The relaxation distances for tne 
seeded and unseeded particles were in good agreement with those predicted from Stokes' drag law for C.5-.m 
and 1-pm diam particles, respectively. 
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Figure 10 depicts the flow field, with the incident shock, induced shock, expansion fan, and reflected 
induced shock. In addition to the pressure measurements, the separation and reattachment points of the 
turbulent boundary layer were determined from oil-flow visualization in Ref. 20. Figure 10 also depicts 
these locations and the streamwise stations for which laser velocimeter data are presented. 

Since comparisons are to be made with mean velocity determinations realized from local total and static 
pressure measurements, the accuracies of this long-used technique must be considered. In regions where the 
mean flow is parallel to the axes of these probes, historically this technique has been considered accurate 
to within a few percent, provided that backflow does not occur. However, when the p*obes are not aligned 
with th'. flow and the flow direction is unknown, several problems arise. First, the pressure measurements 
actually give the magnitude of the velocity vector and, if the mean flow direction is not known, the magni- 
tude of the velocity component in a desired direction is not resolvable. Secondly, measurement errors in 
static pressure can result if the static probe is only slightly misaligned with the oncoming flow. 

In the upstream region of the interaction where the outer flow is parallel to the wall, the pressure 
data should be valid, provided there are no reverse velocities. In Fig. 11, the mean v?locities obtained 
with the laser velocimeter and pressure probes far upstream of the interaction (Fig, 11a) and near the 
separation point (Fig. 11b) are compared. The two sets of data are noted to be in good agreement, except 
near the wall at the separation point. At this location, the laser velocimeter indicated there was backflow 
a high percentage of the time, which accounts for the over prediction in mean velocity with the pressure 
probes. The streamwise turbulence intensities relative to the free-stream velocity, u„, as determined with 
the laser velocimeter, are also presented ’n Fig. 11. Notice the large change in turbulence levels between 
the two streamwise stations. 

Profiles obtained in the separated flow region and near boundary- layer reattachment are presented in 
Fig. 12. At these two stations, the measurements ore seen to agree only in the middle portion of the bound- 
ary layer. The disagreement in boundary-lay.-r edge velocities is believed to be due to flow angularity out- 
side the boundary layer, since, further downstream, both measurement techniques converge to the same edge 
velocity of 50C m/sec . Near the wall, the laser velocimeter data show a behavior consistent with the 
physics of the flow; '.mooth profiles with negative mean velocities in the separated region and non-negative 
mean velocities at reattachment. The pressure- probe data are obviously in error near the wall. Even if 
they were faced in the backward direction in the separated flow region, errors would be expected, as noted 
at the separation and leattachment po.nts. 

At the three downstre^.n stations, notice that the turbulence intensities relative to the local mean 
velocity, <u'>/u, in thi> middle portion of the boundary layer were 50* or higher, yet agreement in the laser 
and pressure measurer.ients was obtained in these regions. The one-dimensional velocity bias correction pro- 
posed in Ref. 18 would have predicted che laser data to be 25^; high for this turbulence level. The data 
are in support of the argument that ’velocity biasing" does not occur if the sampling rate is low compared 
to the turbulent fluctuation rate. A verification that the time between particle arrivals was not corre- 
lated with the streamwise velocity was made by sampling the "sample and hold" output of the counter at a 
fixed rate about 100 times faster than the mean data rate, rather than using a data-ready pulse to initiate 
a sample. The resulting histogram showed no deviations from the conventionally obtained histogram, thereby 
indicating no correlation between u, and At-s. 

Overall, it is believed safe to conclude that the laser velocimeter measurements presented herein are 
more accurate than previously attempted measurements in turbulent separated flows using physical probes. 

Transonic Airfoil Section 

In principle, airfoil surface pressures (in the absence of ooundary-layer sc/iration) can be determined 
by measuring the local static pressure just outside the airfoil boundary laye- ; tne reason for this is that 
the static pressure is very nearly constant across the thin boundary layer. If the flow is isentropic, 
this pressure can be reali d solely from a localized velocity measureinent provided by the laser velocimeter. 
The total pressure losses , .ross shock waves, present in trar.sonic flows, are generall / small, so the isen- 
tropic assumption downstream of these shocks can still be made without introducini; significant errors. For 
the test conditions of this studv, this assumption was valid. In the case of very strong shocks, the total 
pressure change would have to be determined by measuring the velocity vectors upstream and downstream of 
the shock. 

As noted earlier, condensed oil vapor, already present in the flow, was used for light scattering. In 
a test performed on a different flow 'lodel subsequent to the subject investigations, laser velocimeter mea- 
surements were obtained across a shock wave using these oil droplets for light scattering. At the measure- 
ment station nearest the shock, a double-peaked histogram was observed, with the two peaks corresponding to 
the upstream and •downstream velocities for the shock. The next nearest measurement stations were 1.2-tmi 
upstream and 0.6-mm downstream from this streamwise station. ' these points, the velO'ities measured 
corresponded to the respective peaks observed at the middle station. The double-peaked histogram indicated 
that the shock wave was not absolutely steady. However, even neglecting this unsteadiness, the distance 
needed for particles to attain the downstream velocity had to be less than 1.2 mm. Based on Stokes' drag 
law, they could not have been larger than 1-um diam. 

In the test, only the streamwise velocity component u was used • approximate the magnitude of the 
velocity vector. In Figs. 13a-d, typical velocity histograms obtained ni.ar the surface of the airfoil are 
shown. The histogram of Fig. 13a was obtained within the airfnil br u' ' v layer, as indicated by the 
breadth of the histogram, which was caused by turbulent fluctuations In Tig. 13b (a station 0.125 cm 
farther from the wing's surface), only a slight skewing toward lower velocities is present, indicating that 
the measurenienl station was near the edge of the boundary layer. The other two histograms of Fig. 13 were 
obtained outside the airfoil boundary layer; note the thinner boundary layer at the x/c = 0.4 station. 
Outside the boundary layer the velocity changed very gradually with increased distance from the wing's sur- 
fice. Thus, measurements immediately at the boundary-layer edge were not necessary. Startinri at a distance 
of 0.125 cm from the wing's surface, measurements were made at 0.125-cm increments until the velocity 
remained unchanged between stations. 

The upper surface velocities obtained with the laser velocimeter, and those calculated ‘’rom surfact* 
pressures at four different '"St conditions (i is the angle-of-attack) are shown in Figs. Ma-d. Anmo- not 
between the two sets of neasurenents was good tor all the cases examined, ev."- for those following 
sharply-peaked velocity distribution (Fig. 14b) and downstream gf i shod fFig. 14d). Although *■ 
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are some differences in velocity level between the laser velocimeter and pressure measurements, the similar 
slopes of ti “ velocity distributions Indicate that the oil droplets were able to negotiate the changes In 
velocity satisfactorily. These results are Indeed encouraging, and show that the laser velocimeter Is a 
viable technique for obtaining surface pressures on two-dimensional airfoils. Additional measurements will 
be needed to estatlish ultimate accuracies and to evaluate particle trackability under the most stringent 
demands, such as thv’ leading edge of the airfoil when the surface pressure is sharply peaked and at the 
shock location for SLoexritical conditions. 

The laser velocimeter system employed does have the capability of making measurements from O.S-um diam 
particles, so, if the naturally occurring particles prove to be inadequate, artificial seeding with poly- 
styrene spheres would be an alternative. A particle size of 0.5 um should be more than adequate for 
inviscid flow measurements in the most severe transonic cases. 

Refractive Index Effects 

In neither the supersonic or transonic flows were the effects of compressibility on the index of 
refraction observed to present a measurement problem. Diffraction of light was observed near the shock and 
expansion waves in the supersonic flow, but this only required that the off-axis forward-scatter collecting 
optics be placed such that this scattered light did not reach the detector. The reasons why index of 
refraction variations did not have a noticeable effect on the measurements are believed to be the following; 

1. Since e was quite small, both incident beams experienced nearly the same index of refraction 
changes. 

2 . Wave-front distortion was minimal, since the laser beam diameters were small compared to the 
density scales. 

3. The time over which the signal bursts occurred was short compared to the time rate of change in 
the density field, hence, fringe oscillation due to changing optical path length did not affect the period 
measurements. 

CONCLUDING REMARKS 

Laser velocimeter data have been presented and compared with conventional pressure-type measurements 
for a shock-induced separated turbulent boundary layer at a free-stream Mach number of 2.9, and for the flow 
over a two-dimensional airfoil section at high-subsonic and transonic conditions. 

For the separated supersonic turbulent boundary layer, the laser velocimeter mean velocity determina- 
tions were found to be in good agreement with those obtained by pitot-static pressure measurements in those 
regions where the pressure measurements could be considered reliable. Near the wall and where the outer 
flow was not parallel to the probe axis agreement was not obtained; here the laser data was consistent with 
the physics of the flow, whereas the pressure data was not. In the realization of these measurements, no 
corrections were applied for any velocity biasing. These effects were believed to be unimportant, since 
the sampling rcte was low compared to the turbulent fluctuation rate. The data were obtained using 0.5-wm 
diam polystyrene spheres for light scattering. Measurements across the incident shock wave showed these 
particles to be able to negotiate a step change in velocity in about 1 mm. Overall, the measurements are 
believed to be more accurate than previously obtained measurements in separated turbulent flows using 
physical probes. 

Good agreement was obtained between laser velocimeter measurements and surface pressure data for a 
6-in. -chord, two-dimensional airfoil at free-stream Mach numbers of 0.6 and 0.8. In these measurements, 
which were obtained from naturally occurring oil vapor droplets, particle lag effects were not evident. 

The measurements show that the laser velocimeter can indeed be used to determine pressure distributions on 
two-dimensional airfoils at transonic conditions. 
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TABLE 1 - PARTICLE RESPONSE BASED ON STOKES' DRAG LAW FOR M. * 2.9, Tt = 293“K, 
AND PARTICLES WITH A SPECIFIC GRAVITY OF 1. 


dp (urn) 

Tc (nsec) 

fsdB (kHz) 

Xq (mm) 

2 

30 

5 

18 

1 

7.4 

21 

4.5 

0.5 

1.9 

85 

1.1 

0.3 

0.7 

286 

0.4 



Fig. 1 Intensity fringes formed at beam crossover. 
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Fig. 2 Scattering effici -ncy, Qsca* plotted against the 
parameter p = 2 q (m - 1) (from Ref. 16). 
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Fig. 3 Particle passage through flow facility and sensing volume «V. 
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Fig. 4 One-dimensional analogy for 
velocity bias. 


Fig. 5 Flow model for shock-induced 
sepa ration. 
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Fig. 6 Laser veloc^sieter system: Ames 8- by 8>Inch Supersonic 
Wind Tunnel. 


15 WATT 
ARGON ION 
LASER 


X-Y-Z 

TRANSLATOR 


WINDOW beam 
SPLITTER 


Fig. 7 Laser velocimeter system: Ames 2- by 2-Foot Transonic Wind Tunnel 
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Fig. 8 Photograph of scanning portion of 
laser velocimeter. 


Fig. 9 Particle response to oblique shock 
wave at M. ■ 2.9. 
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Fig. 10 Representation of flow field generated by 13° wedge. 
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(a) Upstream of Interaction. 


(U) Near separation point. 


Kig. 11 Mean velocity and turbulence intensity profiles. 
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(a) Within separated region. 


(b) Near reattachment point. 


Tio. 12 Mean velocity and turbulence Intensity profiles. 
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Fig. 13 Velocity histograms - NflCA 64A010 airfoil at 
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Fig. 14 Velocity comparison - upper surface NACA 64A010 airfoil. 



